Power Requirements: 


Tube Complement: 


Ranges: 


Input: 


Physical Specifications: 


HEATHKIT 
AUDIO FREQUENCY METER 


MODEL AF-1 


TECHNICAL SPECIFICATIONS 
105-125 V AC 50-60 cycles, 35 Watts 
1 - 6V6 1 - 6HE 1 - 6X5 
1 - 6SJ7 1 - VR150 
0-100, 0-300, 0-1KC, 0-3KC, 0-10KC, 0-30KC, 0-100KC. 


Impedance 250,000 Ohnis at 1,000 CPS 
Voltage 2-300 Volts RMS 


124" long x 7” high x 74" deep, Shipping Wt. 12 Ibs. 
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